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1 Introduction

1.1 About the user manual

This user manual describes the hardware, installation, commissioning, and
operation of the NS 90-RE-SPE\2I120/EIS SPE Media Switch for EtherNet/
IP Adapter with IEC 63171-2 connector.

1.1.1 List of revisions

Revision Date Changes

1 2024-10-15 Document created.

2 2025-02-03 LED names: adapted APP

3 2025-06-10 Section Notes on compatibility [ page 6]

added.

Section Web interface [ page 26] added.

Screenshots updated.

Section Firmware upgrade to 1.2 [ page 39]

added.

Table 1: List of revisions

1.1.2 Obligation to read the manual

Important:
>

To avoid personal injury and damage to your system and your
device, you must read and understand all instructions in this
manual before installing and using your device.

First read the Safety instructions in chapter
Safety [ page 7].

Observe and follow all warnings in the manual.

netSWITCH NS 90-RE-SPE\2120/EIS | SPE Media Switch for EtherNet/IP Adapter
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1.1.3 Conventions in this manual

Notes, instructions, results of operating steps and positions in figures are
marked as follows:

Notes

Important:
<important note you must follow to avoid malfunction>

Note:
<general note>

<note where to find further information>

® &

Instructions
1. Operation purpose

2. Operation purpose
> Instruction

Results

2 Intermediate result

= Final result

Safety messages

The labeling of safety messages is explained in the chapter Safety.

The positions @ @ @ or @ @ @ or @ , @ refer to the figure

used in that section. If the numbers reference to a section outside the
current section then a cross reference to that section and figure is
indicated.

netSWITCH NS 90-RE-SPE\2120/EIS | SPE Media Switch for EtherNet/IP Adapter © Hilscher 2024 — 2025
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1.2 Reference to devices and firmware

This manual refers to device:

NS 90-RE-SPE\2I120/EIS

SPE Media Switch for EtherNet/IP Adapter with IEC 63171-2 connector
Part number: 1794.831

This information is valid from hardware revision 4.

Firmware Firmware version
SPE_MS_EIS 1.2.x
Table 2: Reference to firmware

1.3 Notes on compatibility

Firmware version <=1.1.0.1

Some devices delivered very early in the lifecycle use firmware version
1.1.0.1 (or lower).

With version 1.1.0.2, the device-internal Flash memory was restructured.
Loading this version conventionally is thus not possible. Affected devices
must be returned to Hilscher or reloaded with firmware by a Hilscher
partner.

Firmware version >=1.1.0.2

The delivered series devices had firmware version 1.1.0.2 or higher. This
version, however, still includes an old version of the user interface with a
limited functionality. An update to version 1.2.x is required. See Firmware
upgrade to 1.2 [ page 39].

Current firmware version (>1.2.x)

All newer devices are delivered with firmware version 1.2.x or higher. The
functions are described in this manual.

The firmware of this version can be updated entirely via the standard user
interface. Siehe Updating the firmware [ page 36].

netSWITCH NS 90-RE-SPE\2120/EIS | SPE Media Switch for EtherNet/IP Adapter © Hilscher 2024 — 2025
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2 Safety

2.1 General note about safety

The user manual, the accompanying texts and the documentation are writ-
ten for the use of the products by educated personnel. When using the
products, all safety instructions and all valid legal regulations have to be
obeyed. Technical knowledge is presumed. The user has to assure that all
legal regulations are obeyed.

2.2 Intended use

The NS 90-RE-SPE\2I20/EIS (SPE Media Switch for EtherNet/IP Adapter
with IEC 63171-2 connector) described in this manual is a communication
device and connects two communication networks. The NS 90-RE-SPE
\2I120/EIS works as a switch and forwards frames from Ethernet (100BASE-
TX, 10BASE-T) to Single Pair Ethernet (10BASE-T1L) and vice versa.

The SPE Media Switch is integrated in a compact housing and suitable for
installation on top hat rails according to DIN EN 60715.

2.3 Personnel qualification

Only qualified expert personnel is allowed to install, configure, operate or
dismantle the device. The expert personnel must have specific skills and
qualifications for electrical professions in the following special fields:

e Health and safety at work

e Installing and connecting electrical equipment

e Measuring and analyzing electrical functions and systems
¢ Evaluating the safety of electrical systems and equipment
¢ Installing and configuring IT systems

2.4 Safety instructions to avoid personal injury

To avoid personal injury, you have to read, understand, and observe the
following safety instructions and all warnings in this manual regarding
hazards that may cause personal injury before you install and operate your
device.

Risk of unsafe plant operation

To prevent personal injury, do not remove this device from a production
plant without having ensured a safe operation of the plant during or after
the removal of the device.

netSWITCH NS 90-RE-SPE\2120/EIS | SPE Media Switch for EtherNet/IP Adapter © Hilscher 2024 — 2025
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2.5 Safety instructions to avoid property damage

To avoid damage to your device, you have to read, understand, and
observe the following safety instructions and all warnings in this manual
regarding possible property damage before you install and operate your
device.

2.5.1 Power disconnect during firmware or configuration download

If during the process of downloading a firmware or configuration

o the power supply to the device is interrupted, or

e the power supply to a PC with the software application is interrupted, or
e areset to the device is done,

this may lead to the following consequences:

Loss of device parameters, firmware corruption

e The firmware download or the configuration download is interrupted and
remains incomplete.

e The firmware or the configuration database will be corrupted and device
parameters will be lost.

o Device damage may occur as the device cannot be rebooted.

Whether these consequences occur depends on when the power discon-
nect occurs during the download.

» During configuration download process, do not interrupt the power sup-
ply to the PC or to the device, and do not perform a reset!

Otherwise you might be forced to send in your device for repair.

Power drop during write and delete accesses in the file system

The FAT file system in the netX firmware is subject to certain limitations in
its operation. Write and delete accesses in the file system (firmware
update, configuration download etc.) can demage the FAT (File Allocation
Table) if the accesses cannot be completed if the power drops. Without a
proper FAT, a firmware may not be found and cannot be started.

Make sure that the power supply to the device is not interrupted during
write and delete accesses in the file system (firmware update, configuration
download, etc.).

netSWITCH NS 90-RE-SPE\2120/EIS | SPE Media Switch for EtherNet/IP Adapter © Hilscher 2024 — 2025
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2.5.2

253

254

Device destruction by exceeding allowed supply voltage

Observe the following note concerning your netSWITCH SPE Media Switch
described in this manual:

The operation of the netSWITCH SPE Media Switch is allowed only with
the stipulated supply voltage. Make sure not to exceed the upper limit or fall
below the lower limit of the tolerance range of the supply voltage. A supply
voltage above the upper limit, may cause damage to the netSWITCH SPE
Media Switch! A supply voltage under the lower limit, may cause
malfunctions of the netSWITCH SPE Media Switch. The permitted range of
the supply voltage is defined by the tolerances specified in this manual.

For information on the supply voltage prescribed for the netSWITCH SPE
Media Switch, see section Requirements for operation [ page 12]. This
section specifies the required and permissible supply voltage for the
netSWITCH SPE Media Switch and includes the permissible tolerance
range.

Exceeding the maximum number of allowed write/delete accesses

This device uses a serial Flash chip for storing remanent data, such as
firmware, configuration, etc. This chip allows a maximum of 100 000 write/
delete accesses which is sufficient for a standard device operation. Writing/
deleting the chip excessively (e.g. in order to change configuration or name
of station) will exceed the maximum number of allowed write/delete
accesses and, thus, result in damage to the device. If, e.g., the
configuration is changed every hour, the maximum number will be reached
after 11.5 years. If, e.g., it is changed every minute, the maximum number
will already be reached after approx. 69 days.

Avoid exceeding the maximum number of allowed write/delete accesses by
excessive writing.

Danger of unsafe system operation

To prevent property damage, do not remove this device under runtime
conditions before you can not guarantee further a safe and secure
operation of the plant.

netSWITCH NS 90-RE-SPE\2120/EIS | SPE Media Switch for EtherNet/IP Adapter © Hilscher 2024 — 2025
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2.6 Labeling of safety messages

Signal Description
word

DANGER |Indicates a hazardous situation, which if not avoided, will result in death or
serious injury.

WARNING |Indicates a hazardous situation, which if not avoided, could result in death or
serious injury.

CAUTION |Indicates a hazardous situation, which if not avoided, may result in minor or
moderate Injury.

NOTICE Indicates a property damage message.
Table 3: Signal words

2.7 References safety
References safety:

[11 ANSI Z535.6-2006 American National Standard for Product Safety
Information in Product Manuals, Instructions, and Other Collateral Materials

[2] IEC 60950-1, Information technology equipment - Safety - Part 1:
General re-quirements, (IEC 60950-1:2005, modified); German Edition EN
60950-1:2006

[3] EN 61340-5-1 and EN 61340-5-2 as well as IEC 61340-5-1 and IEC
61340-5-2

netSWITCH NS 90-RE-SPE\2120/EIS | SPE Media Switch for EtherNet/IP Adapter © Hilscher 2024 — 2025
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3 Description and requirements

3.1 Brief description

Switch function

The NS 90-RE-SPE\2I20/EIS (SPE Media Switch for EtherNet/IP Adapter
with IEC 63171-2 connector) is a switch between standard Ethernet
(100BASE-TX) and Single Pair Ethernet (10BASE-T1L). The switch
forwards Ethernet frames from standard Ethernet to Single Pair Ethernet
and vice versa.

The Switch supports 100BASE-TX and 10BASE-T.

Connecting devices with “Single Pair Ethernet” connector

You can use the switch to connect devices with a “Single Pair Ethernet”
connector to standard Ethernet. Data frames are forwarded with the help of
the MAC address of the connected devices.

Cable length up to 1000 m

Single Pair Ethernet (10BASE-T1L) allows a cable length of up to 1000 m.
Standard Ethernet allows a cable length of up to 100 m. The switch can be
used to transport data up to a distance of 1000 m via an SPE cable.

3.2 Ethernet rate limiter

Converting Real-Time Ethernet media to Single Pair Ethernet can lead to
an overload of the available SPE bandwidth. The firmware of the device is
equipped with a rate limiter allowing a targeted distribution of the
bandwidth.

See section Rate limiter [ page 28].

netSWITCH NS 90-RE-SPE\2120/EIS | SPE Media Switch for EtherNet/IP Adapter © Hilscher 2024 — 2025
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3.3 Name of device
The device name is:
NS 90-RE-SPE\2I20/EIS

The device name consists of the following elements:

NS Device type netSWITCH

90 Processor type netX 90

RE Real-Time Ethernet at connector X2

SPE  Single Pair Ethernet at connector X3

\2120  SPE connector according to IEC 63171-2, protection class: IP20
/EIS Protocol at connector X2: EtherNet/IP

3.4 Requirements for operation
SPE Media Switch must be mounted on a top hat rail.

An external power supply is required. The voltage must be in the
permissible range between 18.3 V and 30 V. The power supply must
provide at least 33 mA (at 24 V).

Power is supplied via connector X1.

Device damage

The supply voltage must not exceed 30 V, otherwise damage to the device
is possible.

The permissible temperature range must be observed for operation.

The device must have a firmware loaded. The device is delivered with a
loaded firmware.

netSWITCH NS 90-RE-SPE\2120/EIS | SPE Media Switch for EtherNet/IP Adapter © Hilscher 2024 — 2025
DOC240806UMO3EN | Revision 3 | English | 2025-06 | Released | Public



Device drawings and connectors

13/50

4

Device drawings and connectors

4.1 Positions of the connectors and LEDs
Device drawing Position |Description
aoocooo (1) Power supply (X1) [ page 16]
(NN 2) MS (Module status) (COMO LED)
= hilscher (3) NS (Network status) (COM1 LED)
Y 4) SYS LED [} page 17]
yd (5) APP LED [} page 18]
‘%‘G- (6) ReaI-Ti.me Ethernet: Link
E2a23 (7) Real-Time Ethernet RJ45 socket [ page 16]
o (8) Real-Time Ethernet: Activity
EtherNet/IP 9) Single Pair Ethernet: Link
(10) Single Pair Ethernet: Activity
(11) Single Pair Ethernet interface [ page 17] (IEC 63171-2 connector)

@ @@@(L@ @EOE i

Table 4: Positions of the connectors and LEDs

netSWITCH NS 90-RE-SPE\2120/EIS | SPE Media Switch for EtherNet/IP Adapter
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4.2 Device label

The type label of NS 90-RE-SPE\2I20/EIS SPE Media Switch for EtherNet/
IP Adapter with IEC 63171-2 connector shows the following information:

~ ~
. =
= hilscher @ x5
~ Oz
=
LINK
o U* NS 90-RE-SPE\2120/EIS (3)
Partno..  1794.831 (@)
R Serial no.: 12345
LINK ACT Revision: 1
LIA RUTX
00
= @ MAC-Address:
00:00:00:00:00:00
P ( € UK
B 2 (€en
1794.831 1 Made in Germany
@ Hilscher Gesellschaft fir Systemautomation mbH
Rheinstr. 16 - D 656795 Hattersheim
. /

@ N O A WO N -
O — = — = = = = = —

©

~ o~ o~ o~ o~ o~ o~ o~ o~ o~
[N [é;]

Assignment of the power supply connectors (X1)
Assignment of the Ethernet interface (X2)

Name of device [ page 12]

Part number

Serial number

Hardware revision

Assignment of the "Single Pair Ethernet" interface (X3)
MAC address for X2 and X3

Matrix label

) Conformity designations and manufacturer information

netSWITCH NS 90-RE-SPE\2120/EIS | SPE Media Switch for EtherNet/IP Adapter

© Hilscher 2024 — 2025
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4.3 Dimensional drawings

.@ m

{ J—\
b hilscher /; .
0000
H
{

©0
MJ l l—/‘ﬂ

94 mm

=N

fousydwy
86 mm
78 mm

R

25 mm

Figure 1: NS 90-RE-SPE dimensions

© Hilscher 2024 — 2025
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4.4 Connectors and interfaces

441 Power supply (X1)

The SPE Media Switch is supplied with voltage via connector X1. The
connection is designed to accommodate stranded wires of a max. diameter
of 1.5 mm?2. The supply voltage must be between 18.3 V and 30 V DC.

Power supply Pin Signal Assignment
5 4321 1 +24 V DC |+ 24 V DC power supply
L1l 2 0V /GND |GND of the power supply
O (E| @0 3 FE Grounding against top hat rail
4 - Not assigned
S 5 - Not assigned
SONSN

Table 5: Power supply connector
Power over DatalLine (PoDL) not supported at connector X2.

Power over Ethernet (PoE) not supported at connector X3.

4.4.2 Ethernet interface (X2)

For the Ethernet interface, use RJ45 plug and a twisted pair cable of
category 5 (CATS5), or higher, which consists of 4 pairs of twisted wires with
a max. baud rate of 100 MBit/s (CAT5).

) Note:

. The device supports the Auto Crossover function and can therefore
switch RX and TX. The following figure shows the RJ45 standard
pin assignment.

Ethernet Pin Signal Description

TX+ Transmit data positive

12345678 TX- Transmit data negative

Receive data positive

AlwIN] -
Y]
X
+

- Connected and terminated to PE
via RC combination*®

5 - Connected and terminated to PE
via RC combination*

6 RX- Receive data negative

7 - Connected and terminated to PE
RJ-45 socket via RC combination®

8 - Connected and terminated to PE
via RC combination*

- PE Metal shell on PE
- - * Bob Smith Termination
Table 6: RJ45 Ethernet interface

netSWITCH NS 90-RE-SPE\2120/EIS | SPE Media Switch for EtherNet/IP Adapter © Hilscher 2024 — 2025
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4.4.3 Single Pair Ethernet interface (X3)

Connector X3 of the device is the Single Pair Ethernet interface.

Connector X3 for Single Pair Ethernet is a connector according to the IEC
63171-2. A suitable cable with a connector face based on the same
standard is required to connect SPE devices.

The connector is protected against polarity reversal and has a notch to lock
the connecting cable in place. The cable can only be detached from the
device by pressing the corresponding lever at the end of the cable.

SPE (IEC 63171-2) Pin Signal Description

12 1 DA+ Data signal positive
[

@ 2 DA- Data signal negative

Table 7: SPE (IEC 63171-2)

45 LEDs

4.5.1 System status (SYS)

This LED indicates important operating statuses even without configuring
the device. To identify the SYS LED, see position (4) in section Positions of
the connectors and LEDs [ page 13].

LED Color | State | Description
SYS Duo-LED: yellow RDY / green RUN
o (green) On The firmware is running.
302 (green) Blinking During the formatting of the file system
(yellow) On A system error has occurred.
(yellow)/ Blinking, Firmware crash, unrecoverable (an internal exception occurred that
¥ 3x yellow, cannot be handled)

‘" (green) | 3x green

Blinking, 1 Hz |Firmware update mode active: The firmware is idle and waiting for

o (yellow)/ the update file.
5% (green)
(yellow)/ Blinking, 4 Hz |Firmware update mode active: A firmware update is being installed.
*%F (green)
o (gray) Off e No supply voltage: No supply voltage for the device or hardware
defect.
e During a firmware reset
Table 8: States of the SYS-LED
netSWITCH NS 90-RE-SPE\2120/EIS | SPE Media Switch for EtherNet/IP Adapter © Hilscher 2024 — 2025
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4.5.2

Application status (APP)

To identify the APP LED, see position (5) in section Positions of the
connectors and LEDs [ page 13].

LED

Color

| State | Description

APP

Duo LED red/green (orange by red and green simultaneously)

® (green)

On The initialization of communication between the two networks was
successful. The device works normally.

(orange)

On The initialization of communication between the two networks was not
successful. An error has occurred.

453

Table 9: Status of the APP-LED

LEDs EtherNet/IP Adapter

For identification of the MS LED, see position (2) and for identification of
the NS LED, see position (3) in section Positions of the connectors and
LEDs [ page 13].

The switch firmware includes the Ethernet/IP Adapter protocol. After the
switch is turned on, the firmware performs the Ethernet/IP self-test and the
MS LED and NS LED show the green/red/green flashing sequence.

The configuration of the EtherNet/IP Scanner does not include the
switch: The switch can also be used without being connected to an
EtherNet/IP Scanner. In this case, the MS LED is green.

The NS LED is off if the switch does not have an IP address. The NS LED
flashes green at 1 Hz if the switch has an IP address. The NS LED is red if
the switch has an IP address that already exists in the network.

The switch function is also executed if the switch does not have an IP
address.

LINK LED and ACT LED indicate the Ethernet status.

The configuration of the EtherNet/IP Scanner includes the switch: If
the configuration of the EtherNet/IP Scanner includes the switch, the
following table describes the communication status for MS LED and NS
LED.

However, the Ethernet/IP Scanner and switch do not exchange I/0O data
and the NS LED flashes green at 1 Hz. The NS LED is green only if the
Ethernet/IP Scanner sends connection-oriented acyclic requests to the

switch.

netSWITCH NS 90-RE-SPE\2120/EIS | SPE Media Switch for EtherNet/IP Adapter © Hilscher 2024 — 2025
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Communication status EtherNet/IP Adapter

LED

Color

| Status

| Description

MS
(Module status)

Position in the device

overview: (2)

Duo-LED red/green

() (green) On Device operational: The device is operating correctly.

-::é:s (green) Flashing (1 Hz)| Standby: The device has not been configured.

-:- ;:é::- -é- Flashing fast | Self-test: The device performs a self-test after power-on. The
(green/red/ green/red/ following sequence is displayed during the self-test:

green) green e NS LED off.

e MS LED turns green for approx. 250 ms, turns red for
approx. 250 ms and turns green again (and holds this status
until the test is completed).

e NS LED turns green for approx. 250 ms, turns red for
approx. 250 ms and then turns off (and holds this status
until the test is completed).

;:é::- -::é:s ) Flashing Flashing sequence: The flashing sequence is used to
(red/green/off) sequence red/ |visually identify the device. The scanner can start the flashing
green/off sequence in Identity object 1 of the device. The MS LED and

NS LED perform the flashing sequence simultaneously.

Mo,

£ 3 (red)

Flashing (1 Hz)

Major recoverable fault: The device has detected a major
recoverable fault. E. g., an incorrect or inconsistent
configuration can be considered a major recoverable fault.

o (red) On Major unrecoverable fault: The device has detected a major
unrecoverable fault.
) (off) Off No power: The device is powered off.

NS
(Network status)

Position in the device

overview: (3)

Duo-LED red/green

® (green)

On

Connected: An IP address is configured, at least one CIP
connection (any transport class) is established, and an
Exclusive Owner connection has not timed out.

S,

£ 3 (green)

Flashing (1 Hz)

No connections: An IP address is configured, but no CIP
connections are established, and an Exclusive Owner
connection has not timed out.

Mo, Mo, M

303 302 202 Flashing fast | Self-test: The device performs a self-test after power-on.

(green/red/ green/red/ Refer to the description of the MS LED in the self-test status.

green) green

;:é::— -::é:s (] Flashing Flashing sequence: The flashing sequence is used to

(red/green/off) sequence red/ |visually identify the device. The scanner can start the flashing
green/off sequence in Identity object 1 of the device. The MS LED and

NS LED perform the flashing sequence simultaneously.

YA

% (red)

Flashing (1 Hz)

Connection timeout: An IP address is configured, and an
Exclusive Owner connection for which this device is the target
has timed out.

The NS LED returns to steady green only when all timed out
Exclusive Owner connections are reestablished.

o (red) On Duplicate IP: The device has detected that its IP address is
already in use.
[ ) (off) Off Not powered, no IP address: The device does not have an

IP address (or is powered off).

Table 10: Communication status EtherNet/IP Adapter
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LED status

Definition

Flashing (1 Hz)

The LED turns on and off with a frequency of 1 Hz: “On” for 500 ms,
followed by “Off” for 500 ms.

Flashing fast

The MS LED or NS LED turns on green "On" for 250 ms, then red "On" for

green/red/ 250 ms, then green "On" (until the test is completed).

green

Flashing The MS LED and NS LED each turn red "On" for 500 ms, then green "On"
sequence red/ |for 500 ms, then "Off" for 500 ms. This flashing sequence is repeated at
green/off least 6 times.

Table 11: Definition of LED status of the communication status

Ethernet status EtherNet/IP Adapter

LED Color | State | Description
LINK LED green
§§ g; ) (green) On The device is linked to the Ethernet.
o (off) Off The device has no link to the Ethernet.
ACT LED yellow
X2 (8) (yellow) Flickering (load [ The device sends/receives Ethernet frames.
X3 (10) dependent)
o (off) Off The device does not send/receive Ethernet frames.

Table 12: Ethernet status EtherNet/IP Adapter

LED status Definition

Flickering The LED turns on and off with a frequency of approximately 10 Hz to

(load indicate high Ethernet activity: "On" for approximately 50 ms, followed by

dependent) "Off" for 50 ms. The LED turns on and off in irregular intervals to indicate
low Ethernet activity.

Table 13: Definition of LED status of the Ethernet status
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5 Mounting of device

5.1 Safety messages

Observe the following warnings:

Damage to the device caused by compensating currents

Observe the grounding and shielding concept of the plant to prevent
compensating currents from flowing between connected devices via signal
and supply voltage lines. Otherwise, the destruction of the device cannot be
excluded.
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5.2 Mounting device onto Top Hat Rail

» Mount the top hat rail for the SPE Media Switch horizontally at the
provided mounting point according to DIN EN 60715.

» Connect the top hat rail to the equipotential bonding conductor (FE).

Figure 2: Mounting the SPE Media Switch on the top hat rail
» Place the device from above (1) onto the upper guiding of the top hat
rail.

» Then, press the device against the top hat rail (2) until the latch of the
lower holder engages.

» Thereafter, connect the 24 V supply voltage to the device.

Device destruction by exceeding allowed supply voltage!

The supply voltage must not exceed 30 V, otherwise damage to the device
is possible.

Note:
. For grounding use the grounding contact to the top hat rail on the
rear of the device.
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5.3 Removing device from Top Hat Rail

» To dismantle the SPE Media Switch, first remove the power supply and
the data cables from the device.

l

Figure 3: Removing the SPE Media Switch from the top hat rail

» At the bottom of the device, insert a screwdriver into the locking of the
holder.

Press the locking down to unlock the holder.
» Remove the device from the top hat rail thereafter.

A\

netSWITCH NS 90-RE-SPE\2120/EIS | SPE Media Switch for EtherNet/IP Adapter © Hilscher 2024 — 2025
DOC240806UMO3EN | Revision 3 | English | 2025-06 | Released | Public



Commissioning 24/50

6 Commissioning

6.1 Transparent mode and configured mode

The switch can be used in transparent mode and configured mode
(optional).

Transparent mode: In the transparent mode, the switch forwards Ethernet
frames from connector X2 to X3 and vice versa. This switch function is
usable without any further configuration of the switch.

Configured mode: In the configured mode, the switch is included in the
configuration of the EtherNet/IP Scanner and is an active participant in the
EtherNet/IP communication. In the transparent mode, the switch forwards
Ethernet frames from connector X2 to X3 and vice versa.

6.2 Connecting power supply and Ethernet
Connect the +24 VV DC power supply to connector X1.

Connect the Ethernet cable to connector X2. Connect the other end of the
Ethernet cable to a switch or end device.

Connect the Single Pair Ethernet cable to connector X3. Connect the other
end of the Single Pair Ethernet cable to a switch or end device.

As soon as all cables are connected and the switch is supplied with power,
the switchs starts operation automatically. Ethernet frames are forwarded
automatically and require no further configuration.

Shielded cables

Always use shielded cables whose shield has a large-scale connection to
the potential equalization at both ends. Lay the communication lines as far
away as possible from the power lines to avoid EMC influence caused by
switching operations in the power lines.
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6.3 IP address

The switch has no IP address when delivered.

Transparent mode

In transparent mode, the switch requires no IP address.

Configured mode

The switch requires an IP address so that it can be addressed via the
Ethernet network. The switch has no IP address when delivered. After
power on of the switch, the switch sends requests to a DHCP server in
order to obtain an IP address.

If there is already a DHCP server in the network, ask your network
administrator for the |P address assigned to the switch. For identification of
the switch, use the MAC address printed on the type plate of the switch.

Firmware update

The switch has an integrated web server to update the firmware of the
switch. To reach the web server, the switch requires an IP address.
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6.4 Configured mode

In the configured mode (optional), the SPE Media Switch is an active
EtherNet/IP participant and works as EtherNet/IP Adapter. The SPE Media
Switch is included in the configuration of the EtherNet/IP Scanner. Adding
the switch to the EtherNet/IP Scanner configuration allows the Scanner an
active monitoring of the switch.

To add the SPE Media Switch to the configuration of the EtherNet/IP
Scanner, you need the device description file of the switch. On the
overview page https://hilscher.atlassian.net/wiki/x/ZwAKIQ, you can see
which firmware version is the current version. On the subpage, you can
download the device description file as ZIP file. Unpack the ZIP file, to be
able to use the device description file.

The device description file has the file name:
NS 90-RE-SPE-6120.eds

The EDS file contains one 1/O connection. Status information is exchanged
between the switch and the EtherNet/IP Scanner but no process data.

6.5 Web interface

9 Note:

. The instructions described here refer to the firmware version >=1.2
of the device software. If the user interface differs from this manual,
carry out the Firmware upgrade to 1.2 [ page 39].

The device has a built-in Web server that provides various configuration
and information pages.

Before you can log in to the web interface, you need the IP address of the
device. Enter this IP address in a browser. The overview page "Dashboard"
will be displayed.

Most overview pages can be accessed without login. To be able to adjust
the settings, however, the user must be logged in.

As standard, the user "root" is preconfigured with the password "password".

) Note:
. For safety reasons, the password of the user "root" should be
changed.

9 Note:
. User accounts can be created and edited via the integrated user
administration. See section User administration [ page 32].
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6.5.1 Device overview

The "Dashboard" shows basic information on device and manufacturer as
well as a front view of the device.

=, SPE Media Switch roat

88 Dashboard
£3) Rate limiter
@“ Diagnosis
P\f Users

o% Firmware update
<

Factory reset # hilscher
Part number 1794.831 D
Firmware version V1200 2 0000
S
Serial number 20044 )} ®
EtherNet/IP

SPE Media Switch / Dashboard

Dashboard

Device information

Product name NS 90-RE-SPE\2I20/EIS

MAC address 02:00:2C:07:02:00

Vendor information

Vendor name

Vendor address
Vendor phone +49 (0) 6190 9907-00.0
Vendor URL

‘www . hilscher.com

Support email support@hilscher.com

Figure 4: Dashboard

Hilscher Gesellschaft £, Systemautomation mbH Q)

Rheinstr. 15, 65795 Hattersheim, Germany =)}

i
v “
9% 3 oNm

6.5.1.1 Information on the device
Entry Description
Product Name Full product name
Part Number Part number of the vendor
Firmware Version Installed firmware version
Serial Number Serial number of the device
MAC address MAC address of the Real-Time Ethernet port (X2)
Table 14: Information on the device
6.5.1.2 Information on the vendor

Information

Description

Vendor name

Manufacturer's name

Vendor address

Manufacturer's address

Vendor phone

Manufacturer's phone number

Vendor URL

Manufacturer's website

Support email

Manufacturer's customer service e-mail

Table 15: Information on the vendor
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6.5.2 Rate limiter

The software of the device has a rate limiter to control data frames from the
Real-Time Ethernet medium (100 Mbit/s) to Single Pair Ethernet (10 Mbit/
S).

There are three types of incoming data:
¢ Unicast: 1-to-1 (e.g. specific request to a device)
o Multicast: 1-to-many (to a group, e.g. cyclic data to multiple devices)

e Broadcast: 1-to-all (in the local network segment, e.g. device
identification)

Limiting mechanism

To limit the data rate, the software uses a so-called "token buckets"
system. To put it simply: There are three "buckets" filled with imaginary
"tokens". One "bucket" each for "Unicast", "Multicast" and "Broadcast" data
frames.

If, e.g., a device receives a data frame of the type "Unicast", tokens from
the "Bucket" "Unicast" will be assigned to the bytes of the data frame and
the available number of tokens for this data type will be reduced until the
data frame has been processed successfully.

125 tokens are assigned to 1 byte. A data frame of 100 bytes thus needs
12500 tokens.

This dynamically reduces the number of tokens available for this data type
until the bucket is finally "empty". If no more tokens for this data type are
available, additional data frames of this type will be discarded (except for
enabling traffic sharing, see below).

If the data rate limiter is disabled, data frames from the Real-Time Ethernet
medium will be processed without limitation until the bandwidth of the
Single Pair Ethernet is fully occupied. Excess frames will be discarded, this
data is lost.

Note:
. Only logged-in users can configure the data rate limiter.
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6.5.2.1 Diagnosis
This section of the main page provides the diagnosis view for rate limiting.
The "Rate limiter status"” shows whether the rate limiter is enabled.

The table shows the fill level (number of available tokens) of the respective
"bucket". If all tokens of the respective data type are "used up", data frames
will be discarded. The display will then list the number of data frames
discarded and the total size (in octets) of the data discarded.

Diagnosis

Rate limiter diagnosis

Rate limiter status

Unicast Multicast Broadcast
Bucket fill level 100 % 100 % 100 %
Discarded frames 0 0 0
Discarded octets 0 0 0

Figure 5: Rate limiter diagnosis

6.5.2.2 Bandwidth and buffer

Rate limitation depends on the available bandwidth of the Single Pair
Ethernet connection and the selected "Burst Size" buffer size. This
specifies how many "tokens" can be assigned simultaneously per data

type.

Traffic rate limiter configuration

Unicast Multicast Eroadcast
Commited Information Rate (CIR)
Commited Burst Size (CBS)

Sharing

Figure 6: Traffic rate limiter configuration

9 Note:
. Settings can only be changed with a "Custom" profile type.
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Limiting profiles

Limiting profiles help configure the rate limitation. Creating a "Custom"
profile offers you the free choice of setting.

Presets
| |
Disabled
EtherMNet/IP 50% (DSCP)
EtherNet/IP 70% (DSCP) .
EtherMNet/IP Custom (DSCP)
Figure 7: Preset Selection
50% Profile
This is the default setting.
If the 50% profile is selected, the rate limiter controls that at least 50 % of
the SPE bandwidth can be used for EtherNet/IP frames. This is achieved
by limiting the SPE bandwidth to
e max. 3 MBit/s (30 %) for Unicast frames, but EtherNet/IP frames with
DSCP priority 3-7 will not be limited.
e max. 1 MBit/s (10 %) for Multicast frames, but EtherNet/IP frames with
DSCP priority 5-7 as well as ODVA DLR Multicast MAC and PTP
Multicast MAC will not be limited.
e max. 1 MBit/s (10 %) for Broadcast frames.
70% Profile
If the 70% profile is selected, the rate limiter controls that at least 70 % of
the SPE bandwidth can be used for EtherNet/IP frames. This is achieved
by limiting the SPE bandwidth to
e max. 1 MBit/s (10 %) for Unicast frames, but EtherNet/IP frames with
DSCP priority 3-7 will not be limited.
e max. 1 MBit/s (10 %) for Multicast frames, but EtherNet/IP frames with
DSCP priority 5-7 as well as ODVA DLR Multicast MAC and PTP
Multicast MAC will not be limited.
e max. 1 MBit/s (10 %) for Broadcast frames.
Traffic Sharing
If the number of incoming frames exceeds the token renewal rate, tokens
can be "shared" by other data types to prevent excess traffic from being
discarded. However, this only applies in the order unicast -> multicast ->
broadcast.
"Broadcast frames" will be discarded, e.g., when the tokens are used up
even if tokens for Unicast or Multicast are available.
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6.5.2.3 Filter priority

The settings for priority define which DSCP priority types are to be
excluded from the rate limitation and always forwarded.

Each data type is classified according to IEEE 802.1Qbb and defined
separately.

Forwarded traffic by priority

Unicast Multicast Eroadcast
DSCP 56-63: PTP event
DSCP 48-55: CIP class 0/1urgent
DSCP 40-47: CIP class 0/1 and PTP general
DSCP 32-39: Real-time interactive
DSCP 24-31: CIP class 2/3
DSCP 16-23: Network OAM
DSCP 8-15: Low-priority data

DSCP 0-7: Standard

Figure 8: Forwarded traffic by priority

) Note:
. Settings can only be changed with a "Custom" profile type.

6.5.2.4 Filter MAC

These settings define from which MAC addresses or address ranges traffic
is to be forwarded without restriction.

Forwarded traffic by MAC address

MAC Address 1 MAC Address 2

Base MAC address that is exclude from rate limitier

MAC address mask

Figure 9: Forwarded traffic by MAC address

) Note:
. Settings can only be changed with a "Custom" profile type.
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6.5.3 User administration

The integrated user administration allows creating and managing user
accounts. The availability of the functions depends on the user's group

membership.
SPE Media Switch / Users
User administration
Userlist ()
User name Groups
root (-_[__‘:] admin
Figure 10: User administration
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Creating a user

To open the dialog for creating a new user, click Create user in the upper
right corner.

Create user

* Username

* Group

* Password

* Confirm Password

Figure 11: Create user dialog

This window serves to specify user name, user group (see below), and
password.

netSWITCH NS 90-RE-SPE\2120/EIS | SPE Media Switch for EtherNet/IP Adapter © Hilscher 2024 — 2025
DOC240806UMO3EN | Revision 3 | English | 2025-06 | Released | Public



Commissioning 34/50

Edit user

To open the edit dialog, click Edit User. In this dialog, the user can be
added to other groups and the password can be changed. The operation
can only be performed for individual user accounts.

Edit userroot

Change password

* New password

* Confirm new password

¥y Add groups
(v group

user
fwupdate

accountma nager

o

Figure 12: Edit user dialog
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Deleting users

The button Delete opens the dialog box to confirm the deletion of all
selected user accounts.

Delete user(s)

Are you sure you want to delete the selected user(s)?

Figure 13: Delete user dialog

User groups

The available user groups are:

Group Description

user Standard user without administration rights
fwupdate User is allowed to perform firmware updates
accountmanager User is allowed to manage users

admin User has full administration rights

Table 16: User groups

The following table shows the respective rights of each group to access
functions of the device:

Account / Rights admin fwupdate accountmanager user
Dashboard view X X X X
Configuration of rate X - - X
limiter

Diagnosis view X X X X
User administration X - X -
Firmware update X X - -
User database reset X - X -
Rate limiter reset X - - X

Table 17: Rights of the user groups
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6.5.4 Updating the firmware

Downloading the firmware

On the overview page https://hilscher.atlassian.net/wiki/x/ZwAKIQ, you can
see which firmware version is the current version. On the subpage , you
can download the firmware for the switch as ZIP file with the name L.FwW-
NS90-SPE-Va.b.c.d.zip (a, b, c and d are place holder for the version
number).

Unpack the ZIP file into a folder of your choice. When unpacking,
subfolders are created for the supported protocol variants. The folder
SPE_MS_EIS contains the needed update file FWUPDATE . zip.

Requirements

¢ You have the firmware file FWUPDATE . zip.
e The switch is connected to a network.

e You know the IP address of the switch.

Updating the firmware

» Open a browser and navigate to:
http://<IP address>/netx
(Replace <1P address> with the IP address of the switch.)

2> The user interface opens and shows the tab Dashboard with data
about the switch.

» Click the profile picture in the upper right corner and enter the standard
login details.
User name: root
Password: password

Click Sign-in.
The icon changes to root.
Click Firmware upload in the left menu.

vV gV

Firmware update

Update SPE Media Switch firmware

&

Click or drag to this area to select a firmware ZIP-File

Figure 14: Firmware update
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» Clickin the area labeled Click or drag to this area to
select a firmware ZIP-File or use the mouse to drag the file
into it.

Update SPE Media Switch firmware

B

FWUPDATE.zip

Figure 15: Firmware update dialog

2 The name of the file is displayed in the area.
» Click Update.

2 A status window is displayed showing the current status of the upload
as a diagram. After a successful upload, the device restarts
automatically.

3%

Updating firmware...

o Do not switch off device while updating firmware!

Figure 16: Firmware update progress

9 Note:
. After the reset, the switch requires a new IP address.
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6.5.5 Factory settings

With the option Factory Reset, user database and rate limiter configuration
can be reset to factory settings.

9 Note:

. The factory settings refer to the installed firmware version. It is not
possible to return to a previously installed firmware version using
this function.

Which settings can be reset depends on the assigned user group of the
logged-in user.

SPE Media Switch / Factory reset

Factory reset

Reset SPE Media Switch to factory settings
Reset user database

Reset rate limiter cenfiguration

Figure 17: Factory reset
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6.6 Firmware upgrade to 1.2

With version 1.2., the user interface of the device changes fundamentally.
Some functions (like the firmware update) move directly from a separate
entry page to the "Dashboard". For this upgrade, the firmware must be
refreshed one more time using the method described below.

Section Updating the firmware [ page 36] then applies to all following
firmware updates.

Downloading the firmware

On the overview page https://hilscher.atlassian.net/wiki/x/ZwAKIQ, you can
see which firmware version is the current version. On the subpage , you
can download the firmware for the switch as ZIP file with the name L.FwW-
NS90-SPE-Va.b.c.d.zip (a, b, c and d are place holder for the version
number).

Unpack the ZIP file into a folder of your choice. When unpacking,
subfolders are created for the supported protocol variants. The folder
SPE_MS_EIS contains the needed update file FWUPDATE . zip.

Requirements

e You have the firmware file FWUPDATE . zip.
e The switch is connected to a network.

e You know the IP address of the switch.

netSWITCH NS 90-RE-SPE\2120/EIS | SPE Media Switch for EtherNet/IP Adapter © Hilscher 2024 — 2025
DOC240806UMO3EN | Revision 3 | English | 2025-06 | Released | Public


https://hilscher.atlassian.net/wiki/x/ZwAKIQ

Commissioning 40/50

Updating the firmware

» Open a browser and navigate to:
http://<IP address>/netx
(Replace <1P address> with the IP address of the switch.)

 The user interface opens and shows the tab Diagnostics with data
about the switch.

Diagnostics

. Diagnostics Authentication
Firmware Upload
e Mana, Usermame: [ ]
File e Uptime(seconds) 3914
Paswords [
User Manager MAC address: 00:02:a2:al:77:4a =
Manutacurer ;
Device class 78
Event Log
Device number. 1794860
Serial number 20004 10:45:25 AM on Diag: Diagnostics successfully
Hardware compatibility 0 retrieved
[RETGEE (T i 10:45:25 AM on Print directory informations:
Production date: 23/2024 Failed to get directory informations
10:45:25 AM on Diag: Diagnostics successfully

—

Figure 18: Diagnostics

A\

Below Authentication, enter the standard login name.
User name: root
Password: password

Click Login.
The notification Logged in as ,,root“ is displayed.
Click Firmware upload in the left menu.

VvV §V

Click Choose a firmware file to upload and select the firmware file
FWUPDATE . ZIP.

The name of the file is displayed above the button Send file.
Click Send file.

In the status information on the right, the notification

on FirmwareUpload: Upload in progress ...

is displayed and shortly afterwards

on FirmwareUpload: Upload is successful is displayed.

gV I
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Diagnostics N L.
. Firmware Upload Authentication
Firmware Upload
File Manager Choose a Logged in as "root”
firmware file to
—
FWUPDATE zip Event Log
Send file 11:59:55 AM on Diag: Diagnostics successfully
retrieved

* The file format conformity 1s not verified before a reset.
11:59:55 AM on Diag: Diagnostics successfully

Reset retrieved.
11:59:58 AM on Login: Authentication
After a new firmware is loaded, the board can be reset: performed
Reset

12:04:22 PM on FirmwareUpload: Upload in
progress ..

12:04:42 PM on FirmwareUpload: Upload is
successful

Figure 19: Firmware upload

> Click Reset.
= The switch starts with the new firmware.

9 Note:
. After the reset, the switch requires a new IP address.

netSWITCH NS 90-RE-SPE\2120/EIS | SPE Media Switch for EtherNet/IP Adapter © Hilscher 2024 — 2025
DOC240806UMO3EN | Revision 3 | English | 2025-06 | Released | Public



Technical data

42/50

7 Technical data

NS 90-RE-SPE\2I20/EIS |Parameter Value
Product Product name NS 90-RE-SPE\2I20/EIS
Part number 1794.831
Description SPE Media Switch for EtherNet/IP
Adapter with IEC 63171-2
connector
Communication controller | Type netX 90
Power supply Supply voltage 24V DC (18,3V ... 30V)

Current consumption
(typical/maximum)

33 mA (at 24 V)
Maximum 43 mA

Power consumption 792 mW
(typical)
Connector ICC25
Communication interface | Communication standard |Ethernet
X2 Interface type 10BASE-T, 100BASE-TX, isolated
Connector RJ45
Communication interface | Communication standard |Ethernet
X3 Interface type 10BASE-T1L
Connector IEC 63171-2
Displays LED display SYS, System status LED

APP, Applikation status LED

COM 0, Communication status LED
0 (Duo LED)

COM 1, Communication status LED
1 (Duo LED)

Permissible environmental
conditions

Operating temperature
range

-25°C ... +70°C

Storage temperature
range

—-40°C ... +85°C

Humidity 10 % ... 95 % relative humidity, no
condensation permitted
Altitude Om ... 2000 m
Device Dimensions (L x W xH) {94 mm x 25 mm x 78 mm (without
connector)
94 mm x 25 mm x 86 mm (with
connector)
Weight 769
Degree of protection P20
Mounting DIN rail (DIN EN 60715)
Housing material Polyamid
Compliance RoHS Yes
Compliance with EMC CE sign Yes
guidelines UKCA sign Yes
Emission EN IEC 61000-6-4 / BS EN IEC
61000-6-4
Immunity EN IEC 61000-6-2 / BS EN IEC

61000-6-2

Table 18: Technical data NS 90-RE-SPE\2/20/EIS
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8 Decommissioning/Disposal

8.1 Putting the device out of operation

Risk of unsafe plant operation

To prevent property damage, do not remove this device from a production
plant without ensuring a safe operation of the plant during or after the
removal of the device.

» Remove all communication cables from the device.
» Remove the cable for operating voltage supply.
» Dismount the device from the DIN rail as described in section Removing

device from Top Hat Rail.

8.2 Disposal and recycling of waste electronic equipment

Waste electronic equipment must be disposed of properly after the end of
use.

Waste electronic equipment
This product must not be disposed of with household waste.
Dispose of this product in accordance with local regulations in your country.

When disposing of the product, observe the following:

» Observe national and local regulations for the disposal of waste
electronic equipment and packaging.

» Delete personal data stored in the waste electronic device.

» Dispose of this product in an environmentally friendly manner at a local
collection point for waste electronic equipment.

» Dispose of packaging in such a way that a high level of recycling is
possible.

Alternatively, you can return our products to us for disposal. The
prerequisite is that no additional foreign substances are contained. Before
returning, please contact us via the Return Merchandise Authorization
(RMA) form on www.hilscher.com.

In Europe, the directive 2012/19/EU waste electrical and electronic
equipment applies. Different policies and laws may apply nationally.
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9 Appendix

9.1 Legal notes

Copyright
© Hilscher Gesellschaft fur Systemautomation mbH
All rights reserved.

The images, photographs and texts in the accompanying materials (in the
form of a user's manual, operator's manual, Statement of Work document
and all other document types, support texts, documentation, etc.) are
protected by German and international copyright and by international trade
and protective provisions. Without the prior written consent, you do not
have permission to duplicate them either in full or in part using technical or
mechanical methods (print, photocopy or any other method), to edit them
using electronic systems or to transfer them. You are not permitted to make
changes to copyright notices, markings, trademarks or ownership
declarations. lllustrations are provided without taking the patent situation
into account. Any company names and product designations provided in
this document may be brands or trademarks by the corresponding owner
and may be protected under trademark, brand or patent law. Any form of
further use shall require the express consent from the relevant owner of the
rights.

Important notes

Utmost care wasl/is given in the preparation of the documentation at hand
consisting of a user's manual, operating manual and any other document
type and accompanying texts. However, errors cannot be ruled out.
Therefore, we cannot assume any guarantee or legal responsibility for
erroneous information or liability of any kind. You are hereby made aware
that descriptions found in the user's manual, the accompanying texts and
the documentation neither represent a guarantee nor any indication on
proper use as stipulated in the agreement or a promised attribute. It cannot
be ruled out that the user's manual, the accompanying texts and the
documentation do not completely match the described attributes, standards
or any other data for the delivered product. A warranty or guarantee with
respect to the correctness or accuracy of the information is not assumed.

We reserve the right to modify our products and the specifications for such
as well as the corresponding documentation in the form of a user's manual,
operating manual and/or any other document types and accompanying
texts at any time and without notice without being required to notify of said
modification. Changes shall be taken into account in future manuals and do
not represent an obligation of any kind, in particular there shall be no right
to have delivered documents revised. The manual delivered with the
product shall apply.

Under no circumstances shall Hilscher Gesellschaft fur Systemautomation
mbH be liable for direct, indirect, ancillary or subsequent damage, or for
any loss of income, which may arise after use of the information contained
herein.
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Liability disclaimer

The hardware and/or software was created and tested by Hilscher
Gesellschaft fur Systemautomation mbH with utmost care and is made
available as is. No warranty can be assumed for the performance or
flawlessness of the hardware and/or software under all application
conditions and scenarios and the work results achieved by the user when
using the hardware and/or software. Liability for any damage that may have
occurred as a result of using the hardware and/or software or the
corresponding documents shall be limited to an event involving willful intent
or a grossly negligent violation of a fundamental contractual obligation.
However, the right to assert damages due to a violation of a fundamental
contractual obligation shall be limited to contract-typical foreseeable
damage.

It is hereby expressly agreed upon in particular that any use or utilization of
the hardware and/or software in connection with

e Flight control systems in aviation and aerospace;

e Nuclear fission processes in nuclear power plants;

¢ Medical devices used for life support and

e Vehicle control systems used in passenger transport

shall be excluded. Use of the hardware and/or software in any of the
following areas is strictly prohibited:

e For military purposes or in weaponry;

e For designing, engineering, maintaining or operating nuclear systems;

¢ Inflight safety systems, aviation and flight telecommunications systems;
¢ In life-support systems;

¢ |In systems in which any malfunction in the hardware and/or software
may result in physical injuries or fatalities.

You are hereby made aware that the hardware and/or software was not
created for use in hazardous environments, which require fail-safe control
mechanisms. Use of the hardware and/or software in this kind of
environment shall be at your own risk; any liability for damage or loss due
to impermissible use shall be excluded.

Warranty

Hilscher Gesellschaft flir Systemautomation mbH hereby guarantees that
the software shall run without errors in accordance with the requirements
listed in the specifications and that there were no defects on the date of
acceptance. The warranty period shall be 12 months commencing as of the
date of acceptance or purchase (with express declaration or implied, by
customer's conclusive behavior, e.g. putting into operation permanently).

The warranty obligation for equipment (hardware) we produce is 36
months, calculated as of the date of delivery ex works. The aforementioned
provisions shall not apply if longer warranty periods are mandatory by law
pursuant to Section 438 (1.2) BGB, Section 479 (1) BGB and Section 634a
(1) BGB [Burgerliches Gesetzbuch; German Civil Code] If, despite of all
due care taken, the delivered product should have a defect, which already
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existed at the time of the transfer of risk, it shall be at our discretion to
either repair the product or to deliver a replacement product, subject to
timely notification of defect.

The warranty obligation shall not apply if the notification of defect is not
asserted promptly, if the purchaser or third party has tampered with the
products, if the defect is the result of natural wear, was caused by
unfavorable operating conditions or is due to violations against our
operating regulations or against rules of good electrical engineering
practice, or if our request to return the defective object is not promptly
complied with.

Costs of support, maintenance, customization and product care

Please be advised that any subsequent improvement shall only be free of
charge if a defect is found. Any form of technical support, maintenance and
customization is not a warranty service, but instead shall be charged extra.

Additional guarantees

Although the hardware and software was developed and tested in-depth
with greatest care, Hilscher Gesellschaft fir Systemautomation mbH shall
not assume any guarantee for the suitability thereof for any purpose that
was not confirmed in writing. No guarantee can be granted whereby the
hardware and software satisfies your requirements, or the use of the
hardware and/or software is uninterruptable or the hardware and/or
software is fault-free.

It cannot be guaranteed that patents and/or ownership privileges have not
been infringed upon or violated or that the products are free from third-party
influence. No additional guarantees or promises shall be made as to
whether the product is market current, free from deficiency in title, or can be
integrated or is usable for specific purposes, unless such guarantees or
promises are required under existing law and cannot be restricted.

Confidentiality

The customer hereby expressly acknowledges that this document contains
trade secrets, information protected by copyright and other patent and
ownership privileges as well as any related rights of Hilscher Gesellschaft
fur Systemautomation mbH. The customer agrees to treat as confidential all
of the information made available to customer by Hilscher Gesellschaft flr
Systemautomation mbH and rights, which were disclosed by Hilscher
Gesellschaft fur Systemautomation mbH and that were made accessible as
well as the terms and conditions of this agreement itself.

The parties hereby agree to one another that the information that each
party receives from the other party respectively is and shall remain the
intellectual property of said other party, unless provided for otherwise in a
contractual agreement.

The customer must not allow any third party to become knowledgeable of
this expertise and shall only provide knowledge thereof to authorized users
as appropriate and necessary. Companies associated with the customer
shall not be deemed third parties. The customer must obligate authorized
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users to confidentiality. The customer should only use the confidential
information in connection with the performances specified in this
agreement.

The customer must not use this confidential information to his own
advantage or for his own purposes or rather to the advantage or for the
purpose of a third party, nor must it be used for commercial purposes and
this confidential information must only be used to the extent provided for in
this agreement or otherwise to the extent as expressly authorized by the
disclosing party in written form. The customer has the right, subject to the
obligation to confidentiality, to disclose the terms and conditions of this
agreement directly to his legal and financial consultants as would be
required for the customer's normal business operation.

Export provisions

The delivered product (including technical data) is subject to the legal
export and/or import laws as well as any associated regulations of various
countries, especially such laws applicable in Germany and in the United
States. The products / hardware / software must not be exported into such
countries for which export is prohibited under US American export control
laws and its supplementary provisions. You hereby agree to strictly follow
the regulations and to yourself be responsible for observing them. You are
hereby made aware that you may be required to obtain governmental
approval to export, reexport or import the product.

9.2 Trademarks

Windows® 7, Windows® 8 and Windows® 10 are registered trademarks of
the Microsoft Corporation.

Adobe-Acrobat® is a registered trademark of the Adobe Systems
Incorporated.

Modbus is a registered trademark of Schneider Electric.

PROFIBUS® and PROFINET® are registered trademarks of PROFIBUS &
PROFINET International (PI), Karlsruhe.

All other brands mentioned are property of their respective owner of the
rights. Any company names and product designations provided in this
document may be brands (company names or trademarks) of the
corresponding owner and may be protected under trademark or patent law.

EtherNet/IP™ is a trademark of the ODVA (Open DeviceNet Vendor
Association, Inc.).
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Contacts

HEADQUARTER
Germany

Hilscher Gesellschaft fiir
Systemautomation mbH
Rheinstralte 15

65795 Hattersheim

Phone: +49 (0) 6190 9907-0
Fax: +49 (0) 6190 9907-50

E-mail: info@hilscher.com

Support

Phone: +49 (0) 6190 9907-990
E-mail: hotline@hilscher.com

SUBSIDIARIES
China

Hilscher Systemautomation (Shanghai) Co. Ltd.

200010 Shanghai
Phone: +86 (0) 21-6355-5161

E-mail: info@hilscher.cn
Support

Phone: +86 (0) 21-6355-5161
E-mail: cn.support@hilscher.com

India

Hilscher India Pvt. Ltd.
Pune, Delhi, Mumbai, Bangalore
Phone: +91 8888 750 777

E-mail: info@hilscher.in
Support

Phone: +91 020-24243777
E-mail: info@hilscher.in

Italy

Hilscher Italia S.r.l.
20090 Vimodrone (Ml)
Phone: +39 02 25007068

E-mail: info@hilscher.it
Support

Phone: +39 02 25007068
E-mail: it.support@hilscher.com

Japan

Hilscher Japan KK
Tokyo, 160-0022
Phone: +81 (0) 3-5362-0521

E-mail: info@hilscher.jp
Support

Phone: +81 (0) 3-5362-0521
E-mail: jp.support@hilscher.com

Republic of Korea

Hilscher Korea Inc.
13494, Seongnam, Gyeonggi
Phone: +82 (0) 31-739-8361

E-mail: info@hilscher.kr
Support

Phone: +82 (0) 31-739-8363
E-mail: kr.support@hilscher.com

Austria

Hilscher Austria GmbH
4020 Linz
Phone: +43 732 931 675-0

E-mail: sales.at@hilscher.com

Support

Phone: +43 732 931 675-0
E-mail: at.support@hilscher.com

Switzerland

Hilscher Swiss GmbH

4500 Solothurn

Phone: +41 (0) 32 623 6633
E-mail: info@hilscher.ch

Support

Phone: +41 (0) 32 623 6633
E-mail: support.swiss@hilscher.com

USA

Hilscher North America, Inc.
Lisle, IL 60532
Phone: +1 630-505-5301

E-mail: info@hilscher.us
Support

Phone: +1 630-505-5301
E-mail: us.support@hilscher.com
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